The power factor of an alternating current flowing into and out of a good condenser, or 
The power factor of an alternating current flowing into and out of a good condenser, or a cable on open circuit, is so small as to make its measurement by a wattmeter somewhat difficult. Measurements made by the resonance method 05 and by the calorimetric method 5 gave power factors for some paraffined paper condensers of less than half of 1 per cent. These methods are, however, not adapted to general laboratory work. A simple wattmeter method of measuring power involves two corrections. First, for the power expended upon the fixed coil of the wattmeter, which is measured along with that of the condenser, and, second, for the change of phase of the potential current due to the combined inductance and capacity of the potential circuit.
The correction (which is chiefly due to the inductance of the coil of the instrument which carries the potential current) is made small by using a large resistance in the potential circuit. Incandescent lamp filaments have extremely small inductance and capacity, and may be employed in series with one another, as the high resistance of the potential circuit; or wire coils may be employed if wound so as to avoid both inductance and capacity. The potential current, being very small, requires a relatively delicate suspension in order to give a satisfactory deflection.
I have found difficulty in securing sufficient stability and sensitiveness at once, and have hence been led to the use of a series of null methods for measuring the power factor of a condenser or cable current, thereby avoiding the measurement of a deflection, and dispensing with the requirement of so great stability. These methods were devised and employed in a long series of measurements in 1898, but the work was interrupted before its completion, and circumstances have since prevented me from resuming the work. a Rosa and Smith: Phys. Rev., Jan., 1899.
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In these experiments, however, they were subjected to voltages between 910 and 1,386, most of the readings being taken at 1,260. This is a very convenient method. Condenser No. 5 Condenser No. 5 Condenser No. 6 Amperes. Condenser No. 2 Condenser No. 3 Condenser No. 4 Condenser Condenser No. 3+4
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